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Introduction Evaluation of lower limb proprioception is usually
done under static conditions. Sensory inputs are partially gated
during movements, however. This gating might explain the lack of
correlation between static proprioceptive testing and motor
performance in clinical populations. The goal of the present study
was therefore to determine if proprioception could reliably be
estimated during actual walking.
Methods Twenty healthy subjects walked on a treadmill while
wearing a robotizedankle-foot orthosis (seeNoel et al., 2008; 2visits
within 2–7 days). Short-duration force perturbations (150 ms;
n = 96) of graded amplitude (1–7 Nm; producing ankle deviations
of 1–128) were applied during the swing phase of gait, once every 5–
10 strides. Participants pressed a hand-held button each time they
felt a perturbation. To determine proprioceptive threshold, %
detection was then plotted as a function of ankle deviations. A
sigmoidal curvewas ﬁtted to individual subject data. Proprioceptive
threshold was deﬁned as the ankle deviation at which subjects
detected 50% of the perturbations. Intraclass correlation coefﬁcient
(ICC) were then calculated to determine the test-retest reliability.
Results Median proprioceptive thresholdwas 5.258 (range 1.048–
9.148; n = 20). The ICC was 0.792, indicating a good reliability.
Discussion This pilot study suggests that a threshold for
movement error detection can be reliably obtained during walking
in healthy subjects. This proprioceptive threshold is higher than
what is reported during static tasks, likely reﬂecting the sensory
gating occurring during movement, and emphasizing the need to
perform this assessment during walking. Further studies are now
underway to determine if this method can be used as a tool for
proprioception assessment in clinical populations.
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Introduction Virtual reality (VR) can promote functional rehabili-
tation of armmovements through environments allowing the prac-
tice of a variety of tasks while providing feedback [1]. We evaluated
an affordable VR system for arm rehabilitation, developed by
Jintronix Inc and based on the Microsoft Kinect, that provides three
unilateral and two bilateral activities, each with ten difﬁculty levels.
Objectives Our objectives were to (1) determine which activities
and levels of difﬁculty are appropriate for rehabilitation of arm
movements in stroke patients with different degrees of motor
impairment; and (2) determine the ease of use and subjective
experience of patients using the VR arm rehabilitation system.
Methods Clinicians each supervised two to four stroke patients
who participated in three 20-minute sessions with the Jintronix
system. We determined the highest level of difﬁculty attained by
patients in each activity with a performance score of at least 50%.
Arm impairmentwas assessed using the upper extremity section of
the Chedoke-McMaster Scale (CM) [2]. Patients and clinicians
completed a questionnaire on the usability of the Jintronix system,
based on the technology acceptance model (FD Davis [3]).
Results Fifteen clinicians supervised a total of 40 stroke patients.
Over 80% of the clinicians and patients provided positive feedback
in terms of ease of use and VR experience. For each activity of the
Jintronix system, results indicated a positive correlation between
the CM score and the maximal difﬁculty level reached by stroke
patients.
Discussion Our data demonstrate the feasibility of using an
affordable VR arm rehabilitation system in a clinical setting and
provide clinical guidelines for the selection of impairment-speciﬁc
difﬁculty levels.
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Objective To quantify the stiffness of the ﬂexor muscles of the
elbow in spastic patients using REA plan, a robotic device used in
rehabilitation that can mobilize the patient’s upper limb in a
horizontal plane.
Patients Twelve chronic stroke patients with hemiplegia were
recruited. Spasticity of the elbow ﬂexormuscles was assessed with
Modiﬁed Ashworth Scale (MAS). Their scores were greater than 1.
Methods Patients received an anaesthetic block of the musculo-
cutaneous nerve, to reduce the spasticity of the elbow ﬂexor
muscles. Each patientwas assessed before and after the injection of
the anaesthetic block and a third time the next day. During each
session, stiffness was measured with the REA plan. The robot
passively mobilized the patient’s upper limb at various speeds (10,
20, 30, 40 and 50 cm/s) in a back-and-forth trajectory (30 cm). For
each speed condition, ten movements were performed. We
recorded the force required to passively mobilize the patient’s
upper limb. For the ten extension movements, the strength peaks
(SP) were computed and averaged.
Results The results showed that the SPwas signiﬁcantly higher in
the impaired upper limb than in the unaffected arm (p < 0,001),
and increased proportionally with the speed condition
(p < 0,001). For the anaesthetic effect, the results showed that
the SP decreased just after the injection at 40 and 50 cm/s and
increased until the initial values the next day (p < 0,05). Finally,
the SP results showed an excellent correlation with the MAS, for
each speed condition greater than 20 cm/s (r > 0,6). These last
results suggested that the SP reﬂected the spasticity of the elbow
ﬂexor muscles.
Conclusion This study develops and validates a protocol to
quantify the stiffness of the ﬂexor muscles of the elbow, using the
robot REA plan. This protocol, integrated to the REAplan, must be
compared to other quantitative measures of spasticity in the
future, and could be used to assess the effect of spasticity
treatments (e.g. botulinum toxin).
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Introduction Individuals with motor impairments may be limited
in the realization of their activities of daily living, their leisure
activities or their work activities. To overcome these limitations, the
involvement of a caregiver and/or the acquisition of assistive devices
are often necessary. In the last few years, more and more assistance
robots have been developed and the interest they generate is
growing. Among these, there are robotic arms aiming to improve the
functional autonomy of people living with upper limb motor
impairment.
Objective Since the effects and impacts of the use of a robotic arm
by these individuals are not well documented, this study aims at
obtaining an overview of what has been reported until now in the
scientiﬁc literature.
Methods To achieve this, we undertook a scoping review. Four
databases were searched: PubMed, Embase, Compendex and
Scopus. Following a selection process involving different steps, 36
papers were retained. Relevant data, the same for each paper, were
recorded. The quality of the selected paperswas evaluated using the
Critical Review Form for Quantitative Studies (McMaster Universi-
ty). The paperswere also classiﬁed according to the CanadianModel
of Occupational Performance and Engagement (CMOP-E). The
CMOP-E allowed us to identify the occupational domains addressed
in the retained studies.
Results Twenty-four papers presented results related to basic
activitiesof daily living, 18 to instrumental activitiesofdaily living, 9
to work activities, 8 to leisure activities, 2 to school and 2 to games.
The quality assessment revealed a mean score of 8.8/15, demon-
strating that theeffectsand impactsof roboticarmshave toestablish
in a more rigorous way. The utilisation of a robotic arm has more
positive than negative effects and impacts on the various
occupational domains.
Conclusion These assistive devices have the potential to be
successfully integrated into the users’ life, but some improvements
are desirable to increase the satisfaction related to their utilization.
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Introduction Following stroke, the use of robotic in rehabilita-
tion program leads to increase the number of movement
performed on each session. The present study aimed to
investigate predictive factors of upper limb motor recovery after
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